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The in-flight wavelength calibration for the Ozone Monitoring Instrument is discussed. The observed
variability in the wavelength scale is two orders of magnitude larger than caused by temperature changes
in the instrument. These wavelength variations are the result of rapid changes in time in the radiance
levels during an individual observation in the presence of clouds or snow and ice. We have developed a
data processing method to account and correct for these changes. In February 2005 this correction was
implemented in the official data processing stream. We explain in detail how and how accurately this
method works. Before correction, the error in the wavelength scale can be as much as a few tenths of a
pixel; after correction it is mostly less than 1�100th of a pixel, which is the required preflight accuracy.
This means that higher-level products such as the total column amounts of ozone, NO2, and SO2 are not
significantly affected. It is expected that these wavelength variations will be observed in other hyper-
spectral Earth observation spectrometers and that the correction mechanism should apply equally
well. © 2006 Optical Society of America
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1. Introduction

The ozone monitoring instrument (OMI) is one of four
instruments aboard the EOS–Aura satellite and is
the result of a collaboration between Dutch and Finn-
ish institutes. Aura was launched successfully on 15
July 2004 and orbits the Earth in a Sun-synchronous
orbit at an altitude of �700 km, passing the equator
northward at 13:42 local time. The Aura mission is to
observe the Earth’s atmosphere to answer questions
concerning the possible recovery of the ozone layer,
air quality (i.e., pollution), and the changing climate.
The OMI contributes to these mission objectives in all
those fields.1 The OMI is an ultraviolet–visible spec-
trometer with a wide instantaneous field of view
(IFOV) perpendicular to the flight direction.2 One can
use the OMI measurements to study a number of

atmospheric trace gases, as well as aerosols and
clouds. For ozone, NO2, and SO2 and various minor
trace gases the total columns are retrieved for small
ground pixels (at nadir, 13 km � 24 km). In addition,
ozone profile information for the same ground scenes
(at 13 km � 48 km resolution) is retrieved. The OMI
is a successor to instruments such as the Global
Ozone Monitoring Instrument3 (GOME), the Total
Ozone Mapping Spectrometer4 (TOMS), the Solar
Backscatter Ultraviolet Instrument4 (SBUV) and the
Scanning Imaging Absorption spectrometer for At-
mospheric Cartography (SCIAMACHY).5

The OMI can measure the Earth’s radiance and the
Sun’s irradiance. Most retrieval algorithms use the
sunlight that is scattered from the Earth and its at-
mosphere as the main input for their retrievals. For
these algorithms to work properly, it is important
that the instrument be calibrated accurately. For dif-
ferential optical absorption spectroscopy (DOAs)
-type retrieval algorithms6,7 that are used, e.g. for
obtaining ozone and NO2 total columns,8,9,10 the qual-
ity of the retrievals depends strongly on the accuracy
of the wavelength calibration. The in-orbit calibra-
tion of the wavelength scale of OMI Earth spectra is
the subject of this paper. The basic method used is
similar to that used for previous satellite instruments
and relies on fitting the solar Fraunhofer lines to a
well-known solar reference spectrum.11,12 We show
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that the wavelength scale varies rapidly between
measurements. These changes correlate strongly with
the changes in the radiance signal that are often
observed in the presence of clouds and snow and ice
boundaries. We give an explanation for this unex-
pected and unprecedented behavior and describe the
algorithm that corrects for it in the processing soft-
ware that transfers the measured data into cali-
brated physical quantities.13

An outline of this paper is as follows: First, a de-
scription of the relevant instrumental properties is
given. Next, we describe the in-flight behavior of the
wavelength scale of the OMI Earth spectra and ex-
plain what causes the observed behavior. It is found
that the observed effects are not restricted to the OMI
alone but that they apply to other similar hyperspec-
tral Earth observation spectrometers as well. Subse-
quently we describe how the processing software
corrects for rapid changes in the wavelength scale
and how well the correction algorithm performs. The
paper ends with concluding remarks.

2. Ozone Monitoring Instrument

In this section we give an overview of the OMI. The
information given is sufficient for understanding
the remainder of the paper. For a more detailed
description of the instrument and on-ground and
in-flight calibration, see Refs. 13 and 14. The OMI is
a push-broom nadir-viewing ultraviolet–visible
(UV–VIS) spectrometer on board the EOS-Aura sat-
ellite. The instantaneous across-track field of view
of the OMI is 115°, which results in daily global
coverage. Sunlight scattered from the Earth and its
atmosphere that enters the instrument is reflected
off two telescope mirrors that project an image onto
the entrance slit of the spectrograph. This slit is
44 mm long and 0.3 mm wide. The spectrograph is
divided into two spectral channels: a UV and a
VIS channel, that cover the wavelength ranges
270–370 nm and 350–500 nm, respectively. To sup-
press stray light, the UV channel is divided into two
subchannels, UV1 and UV2, at �310 nm. These and
other properties of the OMI are listed in Table 1. Note
that the spectral resolution and sampling are differ-
ent for the different channels. The IFOV in the flight
direction is �1.0°, which corresponds to �10 km on
the ground.

The UV and VIS channels have separate CCD de-
tectors of 780 pixels by 576 pixels in the spectral and
across-track directions, respectively. So the spatial
across-track information is expressed by the row
number, and the spectral information by the column
number. In nominal operational mode, the informa-
tion in the across-track direction is binned by a factor
of 8, resulting in 60 binned ground pixels in the UV2
and VIS channels and 30 in the UV1. In the flight
direction, images are co-added to restrict the data
rate. Typically two to five individual exposures (de-
pending on the expected radiance levels) are co-
added, resulting in co-addition factors of 2 to 5. For
one column (wavelength) per CCD detector the indi-
vidual readouts are retained. These are the so-called

small-pixel column radiances. These small-pixel
column radiances are therefore available at a two-
to-five-times higher frequency than the complete im-
ages, and for that reason they allow structures on the
ground or in the atmosphere to be seen with a higher
spatial sampling. The small-pixel columns were orig-
inally included in the design to permit the study of
the effects of clouds. As is explained below, they will
play a crucial role in in-flight wavelength assign-
ment. The small-pixel column is column 267 in the
UV2 channel ��340 nm� and column 219 in the VIS
channel (�390 nm). Further details on the OMI and
the OMI mission can be found elsewhere.1,2,13–15

3. Wavelength Calibration of OMI Spectra

On-ground wavelength calibration of the OMI was
performed with the well-known line lamp spectrum
of a Pt–Cr–Ne hollow-cathode line lamp. The main
drawback of this method is that the accuracy of the
wavelength calibration is of the order of 1�10th of a
pixel, because line blends and lack of available lines
prevent higher accuracy. From scientific sensitivity
studies it was determined that the required in-orbit
knowledge of the wavelength scale is of the order of
1�100th of a pixel, which is ten times better than can
be achieved with a line lamp spectrum. However, this
accuracy can be reached by use of the solar Fraun-
hofer absorption lines in the Earth spectra. This
method was also employed in previous satellite mis-

Table 1. Properties of the OMI Instrument

Property Value�Range

Spectral range UV1�264–311 nm
UV2�307–383 nm
VIS�349–504 nm

Spectral sampling UV1�0.33 nm�pixel
UV2�0.14 nm�pixel
VIS�0.21 nm�pixel

Spectral resolution UV1�1.9 pixel � 0.63 nm
(FWHM) UV2�3.0 pixel � 0.42 nm

VIS�3.0 pixel � 0.63 nm
Telescope swath IFOV 115° (2600 km on the ground)
Telescope flight IFOV 1.0° (12 km on the ground)
Ground pixel size at nadir, UV1�13 km � 48 km

global mode (electronic UV2�13 km � 24 km
binning factor 8) VIS�13 km � 24 km

Silicon CCD detectors 780 � 576 (spectral � spatial)
pixels

Operational CCD UV�265.07 K
temperature VIS�264.99 K

In-orbit CCD temperature
excursion

UV and VIS� �10 mK
(stabilized)

Operational optical bench
temperature

264 K

In-orbit optical bench
temperature excursion

�300 mK

Orbit Polar, Sun-synchronous:
average altitude, 705 km
(438 mi); orbit period,
98 min and 53 s; ascending
node local time, 1:42 PM
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sions11 and is similar to fitting a line lamp spectrum.
The basis of the method is a high-resolution solar
reference spectrum.12 The wavelength scale of this
spectrum is accurate to 0.002 nm below 300 nm and
to 0.001 nm above 305 nm. This reference spectrum
is convolved with the instrument transfer function
(spectral slit function) to produce a simulated OMI
solar measurement. The wavelength scale of this
spectrum, effectively at the instrument’s resolution,
has the same accuracy as that of the original high-
resolution spectrum, provided that the slit function is
well known. For the OMI the spectral slit as a func-
tion of viewing angle and wavelength has been
accurately calibrated on the ground by use of a
purpose-built optical stimulus that utilizes an echelle
grating.16 Thus the accuracy of the wavelength scale
of the convolved spectrum is comparable to that of the
original solar reference spectrum.

The original wavelength scale of a solar measure-
ment is adjusted until it matches that of the con-
volved solar reference spectrum at OMI resolution.
For sunlight scattered from the Earth and its at-
mosphere the same method is employed in princi-
ple, but, in addition to the Fraunhofer lines, these
so-called Earth-reflected spectra also contain spec-
tral structure originating from absorption and scat-
tering that takes place in the Earth’s atmosphere.
The most important spectral structures are pro-
duced by ozone and by inelastic scattering, also
known as the Ring effect.17 In calibrating the wave-
length of an Earth-reflected spectrum, we fitted an
optimal linear combination of these contributions,
using a nonlinear solver based on a Levenberg–
Marquardt algorithm.

The wavelength scale is known to vary with the
temperature of the optical bench of the OMI. The
temperature dependence was studied preflight and
found to be small, typically a 0.01 pixel shift per
kelvin. A temperature change over an orbit of at most
a few tenths of a kelvin resulted in a change of a few
thousandths of a pixel. Before launch, the wave-
length scale was expected to vary mainly as a result
of these temperature changes, so the wavelength
scale was anticipated to be highly stable in flight.

With this in mind, as well as the considerable com-
putational cost of performing wavelength calibration
calculations for each individual spectrum and view-
ing angle, we decided to calculate the wavelength
scale for each spectrum based on the wavelength
scale given at a reference temperature (based on the
wavelength calibration of a large number of solar
spectra obtained at the reference temperature of
264 K) and the correction based on the temperature
of the optical bench. Thus the wavelengths are as-
signed (predicted) rather than calibrated.13

In the calibrated product the wavelength scale is
described by a polynomial rather than given for each
sampled point. So, for each channel (UV1, UV2, VIS)
and for each row in the measurement, the wave-
length for column x is given by

� � �
i�0

n

ci�x � x0�i, (1)

where x is the column number, x0 is a reference col-
umn, ci are the polynomial coefficients for the ith
order, and n is the order of the polynomial, which is
four for all channels.

4. Description of the Problem

When the first spectra came in, it soon became clear
that the wavelength scale does not vary smoothly
over an orbit, as expected from the observed temper-
ature changes. Moreover, the amplitude of the wave-
length variations is much larger than expected: The
wavelength calibration shows differences of up to half
a pixel, as shown in Fig. 1. We checked whether these
variations were due to errors in the wavelength cal-
ibration, but several independent wavelength cali-
bration methods yielded the same result. The
observed variations do not correlate with changes in
the temperature of the OMI optical bench, and the
wavelength shifts induced by the temperature
change are �2 orders of magnitude smaller than the
observed wavelength shifts.

As indicated above, the data processing system is
not capable of performing wavelength calibration for
each individual spectrum in terms of computational
capacity but depends on the best available prediction
or assignment. If the observed variations are not ac-
counted for, the error in the predicted wavelength
scale of the calibrated radiance product would be of
the order of a few tenths of a pixel, which is in strong
disagreement with the requirement of 1�100th of a
pixel. In turn, such an error would lead to unaccept-
ably large errors in higher-level DOAs products such
total column ozone, NO2, and SO2.18

Further investigation revealed that the rapid
changes in the wavelength scale coincide with rapid
changes in the radiances. Such changes often occur

Fig. 1. Change in the wavelength of the reference column of the
VIS channel during OMI orbit 3499 (12 March 2005) for the nadir-
viewing pixel. Peak-to-peak variations are as much as 0.07 nm, or
one third of a pixel. Only observations with a solar zenith angle of
less than 85° are shown.
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near clouds and near snow and ice boundaries. Fig-
ure 2, top, shows for one orbit (3499, on 12 March
2005) of Earth measurements the absolute change in
the wavelength for one column (i.e. one wavelength);
at the bottom the relative change of the radiance
signal is shown. The relative change is calculated as
the radiance of the previous measurement minus the
radiance of the next measurement divided by the sum
of the two:

�Rad �
Rad�i � 1� � Rad�i � 1�
Rad�i � 1� � Rad�i � 1�

. (2)

The correlation coefficient between the wavelength
change and the change in the radiance signal is 0.88
for this case, which suggests that the two are causally
related.

5. Optical Explanation

One can understand the findings described above by
taking a closer look at the optics of the OMI. Sunlight
that is reflected from the Earth and its atmosphere
enters the instrument via the telescope, which fo-
cuses the light on the spectrograph’s entrance slit.
The way in which this spectrograph images a mono-
chromatic narrow beam onto the CCD detectors is
described by the so-called spectral slit function. Both
the shape and the width of these spectral slit func-
tions were accurately determined on the ground for
all wavelengths and all viewing angles.16 The exact
shape of the slit function has an immediate effect on
the wavelength calibration. The spectral slit function
was found to exhibit some degree of asymmetry. If
instead of the real asymmetric slit function a sym-
metric slit function of the same width is assumed, the
wavelength scale of the solar reference spectrum (i.e.,
the high-resolution solar spectrum convolved with
the OMI slit function) can change by as much as

0.03 nm. And, because the wavelength scale of the
solar reference spectrum determines the wavelength
scale of the OMI measurement, this change has a
nonnegligible effect.

When the observed ground scene does not fill the
spectrometer’s entrance slit homogeneously in the
flight direction, for example in the case of clouds,
the shape and the position of the maximum of the
spectral slit function change. The OMI’s instanta-
neous field of view in the flight direction is 1.0°,
corresponding to �10 km on the ground, which is a
typical size for clouds. The change in shape and po-
sition of the spectral slit function subsequently leads
to an observed shift in the wavelength mapping of the
solar Fraunhofer lines on the CCD detectors. These
are the wavelength shifts that we observe in the
Earth measurement data as clouds move in and out of
the field of view in the flight direction.

It must be noted that the effect described above is
not typical for the OMI alone but can also play an
important role in other hyperspectral Earth observa-
tion spectrometers with comparable resolution and
field-of-view size. However, scanning spectrometers
such as the GOME and the SCIAMACHY will suffer
less from this effect because they scan a much larger
ground scene. This has an averaging effect on the
observed shifts.

6. Correcting for Rapidly Changing Radiances

During a coadded (typical coadding factor, 2–5; see
above) OMI measurement, the radiances of the ob-
served scene may vary quickly, mostly as a result of
scattering by clouds. Fortunately, for nearly all of
recorded spectra, we have knowledge of the radiance
history during one complete coaddition period, by
means of the small-pixel column radiances. These can
be used to predict the change in the wavelength scale.
As was shown above, there is a strong correlation
between the observed change in wavelength scale
and the relative change in radiance between two sub-
sequent measurements. By use of the small-pixel ra-
diances we can actually see what happened during
the measurement itself, because the small-pixel col-
umn radiances are available at a higher time resolu-
tion than the complete images.

When we make the same comparisons as above but
now replace the relative change between two mea-
surements by the relative change during the mea-
surement, we see that the correlation is even better
(see Fig. 3). This result is fully representative for all
orbits and viewing angles. The relative change is cal-
culated as the difference between the last and the
first small-pixel radiance for a coaddition period di-
vided by the sum of those two:

�Radsmp �
Radsmp�last� � Radsmp�first�
Radsmp�last� � Radsmp�first�

, (3)

where �Radsmp indicates the small-pixel column ra-
diance.

The next step is to use these dependencies to come

Fig. 2. Top, wavelength shift of the reference column of the cen-
tral row in the VIS channel of orbit 3499 (12 March 2005). Bottom,
relative change in the radiance. The correlation coefficient is 0.88,
which suggests that the observed variations in the wavelength
scale are causally related to the change in the radiance level.
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to a better in-flight determination of the wavelength
scale. For each wavelength (column) and viewing an-
gle (row) we calculate the conversion factor needed to
convert the observed rate of change in radiance to an
equivalent shift in wavelength:

���row, col� � F�row, col��rad�row, col�, (4)

where �� is the shift in wavelength (in nanometers),
F is the conversion factor, and �rad is the observed
rate of change in the small-pixel column radiance.
These conversion factors are different for the differ-
ent channels.

With these conversion factors for the UV2 and VIS
channels we can correct the wavelength scale by us-
ing the observed rate of change of the small-pixel
column radiance. In Fig. 4 we show how well this
correction works. At the top left of Fig. 4 we show the
relative change in the first wavelength polynomial
coefficient for the VIS channel for orbit 3499. The top
right shows the relative change in radiance multi-
plied by the precalculated conversion factor. At bot-
tom left we show the difference between the two
changes. At the bottom right we show the observed
shift (delta calibration) versus the precalculated shift
(delta assignment).

For the UV1 channel there is no clear correlation
between the observed wavelength shift and the rela-
tive change in the radiance (correlation coefficient,
�0.2). The reason for this is that, at these short wave-
lengths ��310 nm�, light is reflected high in the at-
mosphere, well above the Earth’s surface and the
majority of the clouds. This means that relative
changes in the radiance are much smaller at these
wavelengths than, e.g., in the VIS channel. As a re-
sult, the variability of the wavelength scale during an
orbit is much smaller. In fact, it is smaller than the

requirement for accuracy in that channel, which is
1�50th of a pixel. Thus there is no need to correct the
wavelength scale in the UV1 channel. So the wave-
length scale of the UV1 channel is left unchanged
after the initial wavelength assignment step.

It should be noted that the root-mean-square
(RMS) difference between the calibration (Fig. 4, top
left) and the assignment (Fig. 4, top right) is only an
indication of how well the correction works; it is not a
direct measure. The reason for this is that the wave-
length calibration is not infinitely accurate. In the
VIS channel the wavelength calibration is expected to
be highly accurate, but in the UV channel, especially
at high solar zenith angles, the effect of ozone on the
signal and therefore on the wavelength calibration
becomes noticeable. This can also be seen from Fig. 3:
At large viewing angles in the UV2 channel the cor-
relation coefficient decreases. This may be the result
of the increased influence of ozone on these Earth-
reflectance spectra.

The results shown in Fig. 4 are representative for
all orbits and all viewing directions in the UV2 and
VIS channels. In Fig. 5 we show the RMS difference
as introduced above, for the VIS channel for orbit
3499 (12 March 2005), for all viewing angles. The
results are consistent for both channels and all orbits.
In most cases the RMS residual is below 1�100th of a
pixel.

7. Operational Algorithm

To be able to correct for the observed wavelength
shifts, it is important that the derived conversion
factors be stable in time. For example, the conversion
factors derived based on the first half of an orbit
should be the same as those based on the second half.
In addition, they should not change over longer peri-
ods of time, i.e., between orbits. These requirements
turn out to be fulfilled. This means that we can pre-

Fig. 3. Correlation coefficient between the observed wavelength
shift and the rate of change in the radiance for orbit 3499 (12
March 2005). Top, VIS channel; bottom, UV2 channel. dashed
curves, result when the change in the radiance is calculated from
the difference between two neighboring images. Solid curves, rate
of change in the radiance calculated based on the small-pixel ra-
diances, which results in an even better correlation.

Fig. 4. Top left, relative change in the first wavelength polyno-
mial coefficient for a nadir pixel in the VIS channel for orbit 3499
(12 March 2005), expressed in pixels. Top right, relative change in
radiance multiplied by a precalculated factor. Bottom left, differ-
ence between the two. Bottom right, observed shift (delta calibra-
tion) versus the precalculated shift (delta assignment).
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calculate the conversion factors, based on a large
number of orbits, to increase statistics and decrease
noise, and apply those numbers to all observations.
The orbit-to-orbit variability is of the order of 5% for
the correction factors for the first wavelength polyno-
mial. This variability is mainly statistical and is
largely reduced by averaging the correction factors of
a large number of orbits spread over a long period of
time. The error in the derived correction of the wave-
length scale that is due to the inhomogeneous slit
illumination is of the order of 1%–2%. So, for an
initial shift of 0.1 pixel, the error made amounts to
�1�500th to �1�1000th of a pixel.

So far, we have considered only the change in the
first polynomial coefficient of the wavelength param-
eterization. This is clearly the most important effect.
However, we have also found that the amplitude of
wavelength shift is dependent on the wavelength it-
self. That is, the effect that, e.g., a passing cloud has
on the spectral slit function is wavelength dependent.
This is to be expected, because the slit function is
wavelength dependent as well. Therefore, not only
the first parameter in the wavelength parameteriza-
tion, but higher-order terms as well, need to be mod-
ified. This is also expressed by the fact that the
relative change in the signal is strongly correlated
not only with the first polynomial coefficient but with
the second as well.

In the data processor, the polynomial coefficients
that describe the wavelength [see Eq. (1)] are modi-
fied:

ci � ci
initial � bi�Radsmp, (5)

where ci
initial are the wavelength coefficients after the

small temperature correction has been applied and bi

are the precalculated conversion coefficients. After
that, the wavelengths are calculated from Eq. (1).

This method was integrated into the data process-
ing software in February 2005 and was found to work
as expected. As an example we show the results of 4
September 2005 (Fig. 6). For this day we have plotted
the difference between the calibrated wavelengths
and the wavelengths as assigned in the calibrated
level 1 product, for the nadir row. We found that the
RMS of the difference is 0.007 and 0.008 pixel for the
UV2 and VIS channels, respectively. It should be
noted that not all this difference can be ascribed to
the error in the correction method. The wavelength
calibration itself also contains some uncertainty.

8. Conclusions

In this paper we have described in-flight wavelength
calibration for the Ozone Monitoring Instrument.
Large and rapid variations in the wavelength scale
up to a few hundredths of a nanometer were found
above 300 nm. The observed effects are explained by
inhomogeneous filling, mainly by clouds, of the spec-
trometer’s entrance slit in the flight direction, which
changes the shape and position of the spectral slit
functions, which in turn yields the observed wave-
length shifts. A method based on the signal var-
iations of the small-pixel column radiances was
developed to correct for the observed wavelength
shifts in the UV2 and VIS channels. We have shown
that this correction works well and that the require-
ment on the knowledge of the wavelength scale (0.01
pixel) is met for nearly all observations. We suspect
that the wavelength shift mechanism plays an im-
portant role in other hyperspectral Earth observation
instruments with similar instrument characteristics
(wavelength sampling, resolution, and size of the
field of view in the flight direction).

This research was funded by the Netherlands
Agency for Aerospace Programmes (NIVR) within

Fig. 5. RMS difference in the VIS channel for orbit 3499 (12
March 2005) of the wavelength shift calculated by the spectral
calibration and by the rate of change in the small-pixel radiance.
The RMS before correction for the inhomogeneous illumination of
the entrance slit is shown by diamonds; the plusses give the result
after correction. Dotted line, requirement of knowledge of the
wavelength scale. It can be clearly seen that the correction brings
the reported wavelength scale within the required accuracy.

Fig. 6. Difference between the wavelength calibration and as-
signment in the calibrated level 1 product for one day of data (4
September 2005) for the VIS channel. The RMS of the difference is
0.008 pixels. The UV2 channel gives similar results.
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the framework of the Ozone Monitoring Instrument
(OMI) project. We thank G. H. J. van den Oord for
fruitful discussions and his contributions to this
paper.
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